[The magnitude of the 'anion gap'].
The anion gap is used to evaluate disturbances in the acid-base balance, in particular metabolic acidosis. Due to the introduction of new clinical chemical techniques and modern analysers the reference range of the anion gap has changed. Clinical chemical laboratories should establish or verify their own anion gap reference range. Better communication between the laboratory and the clinician with regard to the anion gap is desirable.